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                                         SCL-PD-0010  07/12/95
                                        Replaces 07/16/91 

                                     Page 1 of 28
                                                 Date:  July 12, 1995 

MASS (101)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

  730     Sets, 100g - lmg, Class S Or M, 5-3-2-1 Series     01

  730  Sets, 100g - lmg, Class S Or M, 5-2-2-1 Or 02
5-2-1-1 Series

  730  Sets, Class S, M, Or J, Not Belonging In 03
Subdivision 01 Or 02

  730  Sets, Not Class S, M, Or J 04

  730  Individual Weights 05

  365  Balance 06

  730  Miscellaneous Parts 99

 



                                                 SCL-PD-0010  07/12/95
                                                 Replaces 07/16/91 
                          Page 2 of 28
                                                 Date:  July 12, 1995

PRESSURE (102)

  CALIBRATION
 INTERVAL              DESCRIPTION OF ITEM            SUBDIVISION

  1826  Deadweight Piston Gages      01

  730    Barometers And Manometers - Visual Readout      02

      365   Mechanical Gages - Bourdon Tube, Bellows,      03
     Diaphragm

  365    Electrical Readout Gages - Transducers,      04
     Capacitance Strain Gage, LVDT, Variable

     Reluctance

  365    Thermocouple Gages      05

  183 Ionization Gages      06
  

  365    Helical Quartz Gage      07

  365   Relief Valve      08

  365    Ion Gauge Controller      09

      730     Spinning Rotor Gauge                                 10

     Miscellaneous      99



                                                 SCL-PD-0010  07/12/95
                                                 Replaces 07/16/91 

          Page 3 of 28
          Date: July 12, 1995

FLOW (103)

  CALIBRATION
    INTERVAL DESCRIPTION OF ITEM SUBDIVISION

  730    Gas Rotameter      01

  730    Gas Venturi Meters      02

  365    Gas Anemometers      03

  730    Volumetric Gas Flowmeters      04

      1826    Volumetric Collecting Devices      05

  365    Other Gas Rate Flowmeters      06

      365    Hot-Wire Flowmeters      07

  730    Critical Flow Nozzle      08

  365    Leak Helium      09

  365    Flowmeters Liquid      10

  730    Turbine Flowmeter      11

      365     Argon Leak                                           12

Miscellaneous      99



                                                 SCL-PD-0010  07/12/95
  Replaces 07/16/91 
  Page 4 of 28
  Date: June 20, 1996

TEMPERATURE (104)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM                SUBDIVISION

  730    Micro-Optical Pyrometers, Pyrometer Instrument     01
Co.

  730    Other Manual Optical Pyrometers     02

  730    Automatic Optical Pyrometers     03

  1826   Prism, Window, And Filter Absorption     04
Characteristics

  730     Lamp Ribbon Filament     05

  1826   Lamp Standard of Spectral Irradiance     06

      730     Two Color Pyrometer                                  07

    365    Platinum Resistance Thermometers     20

  730    Liquid-ln-Glass Thermometers     21

  365    Thermistor Thermometers     22

  365     Quartz Thermometers     23



  730    Bimetallic Element Thermometers     24

  730    Thermocouples, Type S Platinum vs. Platinum     40
10% Rhodium

  730    Thermocouples, Type R Platinum vs. Platinum     41
13% Rhodium

                                                 SCL-PD-0010  07/12/95  
Replaces 07/16/91 
Page 5 of 28
Date: June 20, 1996

TEMPERATURE (104)

Continued

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

  730    Thermocouples, Type B Platinum vs. Platinum       42       
              30% Rhodium                                                   
                

  730    Thermocouples, Type K Chromel vs. Alumel#.      43

  730    Thermocouples, Type J Iron vs. Constantan    44       
                                                      
                            

  730    Thermocouples, Type E Chromel vs. Constantan      45

  730    Thermocouples, Type T Copper vs. Constantan      46

  730    Other Thermocouples      47

  365    Thermocouple Indicators      48

  365    Ice Point Reference Standard      49

  1826   Freezing Point Cell      50

  730   Bath - Oil, Water, Sand Etc.      51



  365    Thermocouple Simulator      52

      365 Temperature Controller                  53

      1826    Temperature Reference Probe                          54

  365 Infrared Thermometer      55

              
              Miscellaneous                                        99
 

                                                 SCL-PD-0010  07/12/95
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 Page 6 of 28

                                   Date:  July 12, 1995

HUMIDITY (105)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM     SUBDIVISION

  730    Dewpoint Hygrometer     01

  730    Wet Bulb - Dry Bulb     02

  730    Hygrometer, Mechanical     03

  365    Hygrometer, Electrical Readout     04

Miscellaneous     99



                                                 SCL-PD-0010  07/12/95 
                      Replaces 07/16/91 
                      Page 7 of 28
                      Date:  January 7, 1998

DIMENSION (106)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM           SUBDIVISION

  1278   Micrometers, All Except Intrimiks     01

  365    Electric Indicators     02

  730    Length Standards, Gage Blocks, End Standards,     03
Etc.

  365    Measuring Machines - Moore, Gage Block Comp,     04
Horiz Mastr Comp.

  365    Laser Measurement Systems     05

  730    Calipers And Height Gages - Vernier, Dial And     06
Digital

  730   Surface Finish     07



  730    Flatness, Straightness, Parallelism, Squareness     08

  730    Dial Indicators     09       
                                                      

  730    Optical Measuring Devices - O.G.P., Nikon     10
Comparator, Etc.

  730    Scales Metal     11

  730    Angular Measuring Devices - Index Tables, Angle     12       
              Blocks, Levels, Collimator, Etc.

  730    Roundness, Diameter                                  13

  730    Height Gages Step                                    14       
      

  730    Volume Standards                15

                                                 SCL-PD-0010  07/12/95
                      Replaces 07/16/91 
                      Page 8 of 28
                      Date:  January 7, 1998

DIMENSION (106)

Continued

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM           SUBDIVISION

      730    Ring Gages     16

  1826   Scales - Glass, Plastic, Quartz     17

  365   Surface Analyzing System     18

  365    Roundness Measuring Systems     19

  730    Sine Bars And Plates     20

  730    Surface Plates     21



    1826   Optical Flats     22

  730    Thread Measuring Wires     23

  730    Thread Plug Gages     24

      730     Intrimiks                                            25

      730     Digital Indicators                                   26

      730     Wire Cloth & Sieves                                  27
 

  730    Miscellaneous     99
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                      Date: July 12, 1995

FORCE (107)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

  730    Proving Ring     01

  730    Strain Gage Load Cells     02

  730    Piezoelectric Load Cells     03

  730    Mechanical Load Cell     04

  730    Hydraulic Load Cells     05



  730    Press     06

  730    Dynamometer     07

      730     Force Gauges                                         08

Miscellaneous     99

                                                 SCL-PD-0010  07/12/95
Replaces 07/16/91 
Page 10 of 28
Date: June 20, 1996  

DENSITY (108)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

  1826    Solid Density Standards      01

  365    Liquid Density Standards      02

Miscellaneous      99



                                                 SCL-PD-0010  07/12/95
                     Replaces 07/16/91 
                     Page 11 of 28
                     Date: March 10, 1997

TORQUE (109)

  CALIBRATION
   INTERVAL              DESCRIPTION OF ITEM             SUBDIVISION

  365    Torque Transducer     01

  365    Torque Screwdriver     02

      365     Torque Wrench                                        04       
                  



                                 
      1826    Torque Arms                                          05       
        
                                                                            
      365     Torque Tester                                        06   
                                              

  Miscellaneous                                        99
                                                                    
                                                                            
                                                                            
                
              
                                                                            
                                                                        

                                                 SCL-PD-0010  07/12/95
  Replaces 07/16/91
  Page 12 of 28
  Date: July 12, 1995

ACCELERATION (110)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

      365     Accelerometer 01



              Miscellaneous 99

                                                 SCL-PD-0010  07/12/95
  Replaces 07/16/91
  Page 13 of 28 
  Date:  July 12, 1995

MISCELLANEOUS (221)

Items that do not fit in any of the previous categories will be listed in this
section.  Calibration Interval, and Subdivision within this classification
will be determined on a case by case basis.



  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

      1826  Constant Speed Motor 01

      365   Tachometer 02

      365   Strobe 03

              Miscellaneous             99

                                                 SCL-PD-0010  07/12/95
  Replaces 07/16/91
  Page 14 of 28
  Date:  July 12, 1995

SPECIAL TEST REPORT (300)



  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

      0    Special Test Report - Electrical 01

      0       Special Test Report - Physical 02

      0 Special Test Report - Dimensional 03

      0 Audits 04

      0       No Calibration Required - Electrical                 05

      0       No Calibration Required - Physical                   06

      0       No Calibration Required - Dimensional                07

                                                 SCL-PD-0010 07/12/95
                                                 Replaces 07/16/91

  Page 15 of 28
  Date: July 12, 1995 
  



DIRECT VOLTAGE (400)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

      365   Standard Cell Baths 01
              

      365   Electronic Reference of Reference Module 02
              

      365   Voltage Dividers 03
              

      365   Bridges (Voltage, Current, Resistance) Measuring 04
              

      91   Calibrator: Class A, High Accuracy 05       

                                 SCL-PD-0010 07/12/95



                                        Replaces 07/16/91
                                     Page 16 of 28  

                                            Date: July 20, 1995

ALTERNATING VOLTAGE (401)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

 365     AC/DC Voltage Transfer Standard                 01

 365  Thermal Converters                           02
              Low Frequency Holt or Fluke 792 Type

 183  Alternating Voltage Calibrator          03

 365     DAC and ADC Units                               04

 730 AC Ratio Transformers                 05

      365     AV Reference Standards                               06

      365     Accelerometer Measurement Devices                    07

      365     Electrical Utility Test Equipment                    08

                     
              Miscellaneous                                        99 
              

      183   Calibrator: Class B, Medium Accuracy                 06
               

      365     Calibrator: Class C, Low Accuracy                    07  
         
              
      365   Calibrated Power Supply 08
              

      365   Electrostatic Voltage Measuring Device    09
              (<=1,000 Volts)

      365   Chart Recorder 10
              

         Miscellaneous 99
 



                                         SCL-PD-0010  07/12/95
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RESISTANCE  (402)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

  365     Thomas Type Resistors                          01

  365  NIST Type Resistors                          02

  365  Other Standard Resistors                03

  91      Hamon Transfer Standard Resistors               04

  365     Decade Resistance Standards           05

      365     ROSA Type Resistors (.0001 to .1 Ohms)               06

      183     Programmable Resistance Standards                    07

      183     Air Standard Resistors                               08

              Miscellaneous                                        99
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                                             Date: July 12, 1995

CURRENT (403)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

  365     Shunts                                         01

  183     Adjustable Current Source                    02

  183     Tranconductance Amplifier               03

              Miscellaneous                                        99
            



                                         SCL-PD-0010  07/12/95
                                        Replaces 07/16/91

                                     Page 19 of 28
                                             Date: July 31, 1995

METERS (404)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

  365     Digital Voltmeters/Multimeters                 01
              2 ½ to 3 ½ Digits

  365     Digital Voltmeters/Multimeters                 02
              4 ½ to 5 ½ Digits

  183     Digital Voltmeters/Multimeters            03
              6 ½ to 7 ½ Digits

      91      Digital Voltmeters/Multimeters                       04
              8 ½ to 9 ½ Digits

      365     Analog Multimeters                                   05

      365     Single Function Analog/Digital Meters                06
              Ohms, Current, Voltage

      365     Clamp-on Ammeters                                    07

              Miscellaneous                                        99



                                                 SCL-PD-0010  07/12/95
  Replaces 07/16/91
  Page 20 of 28
  Date: July 12, 1995

MAGNETICS (405)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

      183     Gaussmeters 01

      183     Standard Magnets 02

         Miscellaneous 99



                                         SCL-PD-0010  07/12/95
                                        Replaces 07/16/91

                                     Page 21 of 28
                                             Date: July 12, 1995

FREQUENCY (410)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

  548     Attenuator, Fixed                              01

  365     Attenuator, Variable                         02

  365     Power Sensors & Thermistor Mounts     03

      730     Directional Couplers, Coaxial & Waveguide            04

      365     Standard Short/Open Set                              05

      1096    Precision Attenuator Standard                        06

      730     Precision Attenuator Receiver                        07

      730     Coaxial Power Standard                               08

      365     Frequency Standard                                   09

      365     Frequency Counter & Plug-Ins                         10



      365     Signal Source/Synthesizer & Plug-Ins                 11

      365     Pulse/Function Generators                            12

      365     Analyzer, RF/Microwave                               13

      365     Analyzer, Waveform                                   14

      365     Filter                                               15

      365     Timers                                               16

      365     Delay Generators                                     17

                                         SCL-PD-0010  07/12/95
                                        Replaces 07/16/91

                                     Page 22 of 28
                                             Date: July 12, 1995

FREQUENCY (410)

Continued

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

      365     Amplifiers, Voltage & Power                          18

      183     NIM & CAMAC Modules                                  19

      365     Signal Standardizer                                  20

      365     Calibration Fixture                                  21

      183     Amplitude Calibration Generator                      22

      365     Sampling System                                      23

      183     Sampling Heads                                       24

      365     Transiet Pulse Standards                             25



      365     Programmable Oscilloscope Calibrator                 26

      365     Powermeter without Sensors/Thermistors               27

              Miscellaneous                                        99

                                        SCL-PD-0010  07/12/95
                                        Replaces 07/16/91

                                     Page 23 of 28
                                             Date: March 27, 1997

OSCILLOSCOPE (411)

  CALIBRATION
   INTERVAL DESCRIPTION OF ITEM SUBDIVISION

  365     Analog Oscilloscope                          01

  183     Time Base                                    02

  183     Vertical Amplifier                      03

      365     Digitizing Oscilloscope                              05

      183     Time Domain Reflectometer (TDR)                      06

      183     Spectrum Analyzer Plug-In                            07

      365     1100 Series Amplifier                                08



       
              Miscellaneous                                        99

                                                 SCL-PD-0010  07/12/95
                     Replaces 07/16/91
                     Page 24 of 28
                     Date: July 12, 1995   

HIGH VOLTAGE (420)

  CALIBRATION
   INTERVAL              DESCRIPTION OF ITEM             SUBDIVISION

  365    High Voltage Probes     01

  365    High Voltage Dividers     02

  365    High Voltage Power Supplies     03

  365    High Voltage Meters     04

      365     High Voltage Electrostatic Voltmeter                 05

Miscellaneous     99



                                                 SCL-PD-0010  07/12/95
                     Replaces 07/16/91
                     Page 25 of 28
                     Date: July 12, 1995 

CAPACITANCE (421)

  CALIBRATION
   INTERVAL              DESCRIPTION OF ITEM             SUBDIVISION

  365    Electrolytic           01

  365    Decade Capacitors          02

  365    Standard Capacitors             03

  183    Capacitance Bridge     04



      365     Capacitance Meter                                    05

Miscellaneous     99

                                                 SCL-PD-0010  07/12/95
                     Replaces 07/16/91
                     Page 26 of 28
                     Date: July 12, 1995 

INDUCTANCE (422)

  CALIBRATION
   INTERVAL              DESCRIPTION OF ITEM             SUBDIVISION

  365    Inductors              01

  1096   Standard Inductors         02

  365    Decade Inductors                03



      365     Inductance Meter                                     04

              Miscellaneous     99

                                                 SCL-PD-0010  07/12/95
                     Replaces 07/16/91
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IMPEDANCE (423)

  CALIBRATION
   INTERVAL              DESCRIPTION OF ITEM             SUBDIVISION

  365    LCR Meter              01

  365    LCR Bridge                 02



  365    Vector Impedance Bridge         03

      365     Impedance Meters                                     04

              Miscellaneous     99
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CALIBRATION INTERVAL CHANGE REQUEST FORM

    CODE              ORIGINAL INTERVAL  NEW INTERVAL   DESCRIPTION OF ITEM           CLASSIFICATION/            REASON FOR CHANGES
          SUBDIVISION

Code:
A=Addition
I=Inactive
C=Change

 
                                                                                                                   Effective Date:                                                         

                                                                                                             Requested by:                                                                 Date:                         
                                                                                                              Approved by:                                                                 Date:                         
                                                                                      Entered in SCL-PD-0010 by:                                                                 Date:                         
                                                                             Entered in Metrology Database by:                                                                 Date:                         

NOTE:

Description of item may not be changed except for clarification.

Reason for making the change must be documented.



Effective date is the date of the first calibration for which the change is to be effective.


